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Design  and  Construction  of  a  Liquid  Hydrogen 
Temperature  Refrigeration  System 

by 

D.   B.    Chelton,    J.    W.    Dean  and 
B.    W.   Birmingham 

ABSTRACT 

Maintaining  a  liquid  hydrogen  bubble  chamber  at  27    K  has 
been  achieved  with  an  automatically  controlled  closed  circuit 
hydrogen  refrigeration  system  of  300  watts  capacity.     The  system  is 
sufficiently  flexible  to  be  used  on  other  experimental  apparatus 
requiring  refrigeration  at  liquid  hydrogen  temperatures.     Several 
control  systems  are  discussed.     Experimental  evidence  is  compared 
to  predicted  performance  for  design  operating  conditions. 

General  design  charts  are  developed  that  enable  heat  exchanger 
lengths  and  associated  operating  parameters  to  be  determined  for 
the  pertinent  heat  exchanger  configuration  when  employed  in  liquid 
hydrogen  refrigerators  of  other  capacities. 


2 
INTRODUCTION 

The  use  of  cryogenics  in  physics  and  engineering  often  requires 
continuous  refrigeration  of  apparatus  at  low  temperature  *■'     '     .     An 
example  of  this,    is  the  15  inch  diameter  liquid  hydrogen  bubble 
chamber  at  the  Lawrence  Radiation  Laboratory  (LRL),    Berkeley, 
California  that  requires  refrigeration  at  approximately  27    K.      The 
Cryogenic  Engineering  Laboratory  of  the  National  Bureau  of  Standards 
has  developed  an  automatically  controlled  closed  circuit  hydrogen 
refrigeration  system  with  a  nominal  capacity  of  300  watts  to  meet  the 
bubble  chamber  requirements.     Previously  the  bubble  chamber 
received  refrigeration  by  the  evaporation  of  liquid  hydrogen  from  a 
reservoir,   the  liquid  being  supplied  by  a  remotely  located  hydrogen 
liquefier. 

A  major  design  feature  of  the  refrigerator  is  the  use  of  the 
Collins  type  ribbon  packed  heat  exchanger.  '*"     The  choice  of  these 
commercially  available  heat  exchangers  alleviates  much  of  the  heat 
exchanger  design  and  construction  problem.      The  heat  exchanger  con- 
figuration,   because  of  excessive  pressure  drop  in  the  low  pressure 
nitrogen  passage,    limits  the  refrigeration  capacity  to  300-400  watts 
for  a  single  three  way  heat  exchanger  (see  Figure  2).     However,   the 
application  of  multiple  three  way  heat  exchangers  effectively  increases 
the  upper  limit  of  refrigeration  obtainable. 

Design  charts  were  developed  that  enable  the  determination  of 
heat  exchanger  lengths  and  associated  operating  parameters  for  the 
heat  exchangers  when  employed  in  liquid  hydrogen  temperature  re- 
frigerators.    Charts  of  a  general  nature  are  given  for  hydrogen  flow 
rates  and  liquid  nitrogen  required. 

Refrigeration  temperatures  may  be  extended  to  that  of  liquid 
helium  by  using  the  hydrogen  refrigerator  to  maintain  a  precoolant 
reservoir  in  an  additional  helium  circuit     .     The  additional  circuit 
may  be  used  to  produce  helium  liquefaction  or  refrigeration  to  4.  2    K, 
adding  considerable  flexibility  to  the  apparatus  without  modification  to 
the  existing  hydrogen  system. 
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3 
BASIC  CONSIDERATIONS 

The  desirable  qualities  of  a  closed  circuit  refrigeration 
system  can  be  visualized  by  considering  applicable  economics, 
logistics  and  safety.     The  use  of  such  a  system  is  a  more  economical 
method  of  obtaining  refrigeration  than  by  evaporating  liquid  from  a 
vented  reservoir.     The  venting  of  the  reservoir  (supplied  by  a 
remotely  located  hydrogen  liquefier)  to  the  atmosphere  results  in  the 
loss  of  the  gas  in  addition  to  the  loss  of  the  sensible  heat  of  the  gas. 
In  contrast,    a  refrigerator  operates  in  a  closed  circuit  and  utilizes 
the  sensible  heat  of  the  gas  obtained  from  liquid  evaporation.     The 
sensible  heat  of  hydrogen  gas  between  saturation  temperature  and 
room  temperature  is  equal  to  8  times  the  latent  heat  of  vaporization. 
The  use  of  the  sensible  heat  reduces  the  power  required  to  operate  a 
refrigerator  to  one -third  of  the  power  required  to  operate  a  liquefier 
for  equal  quantities  of  refrigeration. 

Figure  1   shows  the  total  power  requirements  of  a  refrigerator 
as  compared  to  a  liquefier  based  on  theoretical  performance  of  the 
final  heat  exchanger  and  10    K  temperature  difference  at  the  top  of  the 
H     -  H     -  N_  heat  exchanger  (see  Figure  2).     The  power  requirements 
have  been  calculated  for  a  Hampson  or  Simple  Linde  cycle  with  65   K 
liquid  nitrogen  precooling.      The  refrigeration  obtained  from  the  lique- 
fier is  based  entirely  on  evaporation  of  liquid.     The  power  calculation 
assumes  65  percent  isothermal  compression  efficiency  and  includes 
the  work  necessary  to  provide  precooling.     It  is  assumed  that  the 
nitrogen  is  supplied  to  the  unit  as  saturated  liquid  at  2  atmospheres. 
The  work  to  produce  the  nitrogen  refrigeration  was  taken  as  0.  505 
Kw-hr  per  liter  of  nitrogen     '     .     Although  this  may  be  optimistic  for 
small  scale  procurement  it  serves  as  a  basis  for  comparison. 

For  small  capacity  refrigeration  requirements,    operating 
power  considerations  may  not  be  of  major  economic  importance,    since 
the  power  cost  for  both  a  refrigerator  and  a  liquefier  will  be  small  in 
comparison  to  other  operating  costs.     However,   the  power  require- 
ment influences  the  initial  capital  investment  since  the  cost  of  a 
compressor  is  proportional  to  the  compression  power.     The  compres- 
sor for  the  300  watt  hydrogen  refrigerator  represents  about  30  percent 
of  the  total  system  investment.     The  compressor  for  a  liquefier  of 
comparable  refrigeration  capacity  would  be  considerably  greater.     The 
cost  of  purchasing  liquid  hydrogen  as  a  source  of  refrigeration  is 
usually  more  than  predicted  by  power  requirements  since  the  costs 
must  sustain  a  completely  separate  operation  for  the  production  and 
handling  of  the  liquid.     In  addition  to  the  increased  costs  of  liquid, 
refrigeration  logistics  require  substantial  quantities  of  liquid  to  be 
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5 
stored  at  the  use  site  to  insure  uninterrupted  operation.     Losses  thus 
incurred  add  to  operating  expenses. 

The  handling  of  a  large  number  of  small  liquid  hydrogen  dewars 
presents  a  more  formidable  safety  problem  than  a  closed  circuit 
system.     Each  handling  increases  the  possibility  of  introducing  con- 
tamination in  the  containers.     Under  some  circumstances  the  con- 
taminants may  be  accumulated  in  the  refrigerated  container.     In  addi- 
tion,   the  stored  containers  required  by  logistics  necessitate  a 
separate  area  that  must  be  suitably  controlled. 

REFRIGERATION  SYSTEM 


The  liquid  hydrogen  bubble  chamber  at  LRL  must  be  main- 
tained at  operating  temperature  on  a  continuous  basis  for  extended 
periods  of  time  (perhaps  two  or  three  months.  )    Reliability  is  there- 
fore a  prime  consideration,    and  for  this  reason  the  Hampson  or 
Simple  Linde  cycle  was  chosen  for  the  refrigerator.     Although  the 
thermodynamic  efficiency  is  not  great,    the  cycle  has  the  advantage  of 
simplicity  and  reliability  since  it  avoids  moving  parts  at  low  temper- 
ature. 

A  schematic  arrangement  of  the  refrigeration  system  is  shown 
in  Figure  2.     Saturated  hydrogen  vapor  at  2-10  psig  from  the  evapor- 
ator passes  to  the  low  pressure  side  of  the  final  heat  exchanger.     The 
gas  is  warmed  in  the  final  heat  exchanger  to  approximately  the  temp- 
erature of  the  precoolant  fluid  by  countercurrent  exchange  with  the 
high  pressure  supply  gas.     The  exit  temperature  is  maintained,   by 
preventing  further  heat  transfer,   until  it  enters  the  three-way 
(H     -  H     -  N    )  heat  exchanger  where  it  is  paralleled  with  the  evapor- 
ated nitrogen  gas  from  the  precoolant  bath.     By-pass  valves  are  pro- 
vided on  both  heat  exchangers  and  transfer  line  to  speed  warm-up  and 
cool-down  procedures.     The  low  pressure  hydrogen  and  evaporated 
nitrogen  in  this  exchanger  is  warmed  from  precoolant  temperature  to 
approximately  ambient  temperature  by  heat  exchange  with  the  entering 
high  pressure  hydrogen  gas.     As  a  result,   the  high  pressure  gas  is 
cooled  to  slightly  above  the  temperature  of  the  precoolant.     The  high 
pressure  hydrogen  then  exchanges  heat  with  the  precoolant  liquid  in 
the  liquid-gas  exchanger  located  in  the  precoolant  tank.     The  tank  is 
sized  to  sustain  operation  for  a  period  of  eight  to  ten  hours  at  design 
conditions  without  additional  transfer  of  liquid.     Further  cooling  of 
the  high  pressure  gas  is  performed  in  the  final  heat  exchanger.    Ex- 
pansion results  in  approximately  a  50-50  mixture  of  gas  and  liquid. 
The  temperature  difference  between  the  high  pressure  stream  and  the 
low  pressure  stream  at  the  warm  end  of  the  heat  exchangers  is  repre- 
sented as  AT     and  AT_. 
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7 
A  small  volume  momentum  chamber  is  located  in  the  high 
pressure  line  prior  to  expansion.      The  purpose  of  the  momentum 
chamber  is  to  separate  solid  impurities  that  might  precipitate  out  in 
the  system.     The  chamber  allows  solids  to  collect  before  they  have  an 
opportunity  to  obstruct  the  expansion  valve  passage.     The  installation 
of  such  a  device  has  been  found  desirable  in  the  operation  of  other  low 
temperature  liquefiers  and  refrigerators. 

The  regulators  associated  with  the  circulation  system  shown  in 
Figure  2  may  be  classified  as  feed  gas  and  compressor  controls.     The 
prepurified  hydrogen  gas  is  stored  in  the  high  pressure  (1800  psi)  gas 
storage  cylinders  when  the  refrigerator  and  evaporator  are  at  ambient 
temperature.     This  gas  is  drawn  into  the  system  through  the  feed  gas 
controls  as  cool-down  progresses.     Enough  gas  is  stored  to  fill  the 
evaporator  with  liquid  to  the  desired  level.     Pressure  reduction  from 
the  storage  cylinder  to  the  compressor  intake  is  done  in  two  steps  to 
allow  the  use  of  a  standard  commercial  unit  for  removing  oxygen 
impurity.     These  controls  are  valved  out  of  the  circuit  after  the 
refrigeration  system  is  charged. 

The  compressor  pressure  control  valves  (PCV-2  and  PCV-3) 
bypass  the  compressor  when  the  discharge  or  intake  pressure  varies 
from  their  respective  set  points.     The  continuous  operation  of  the 
compressor  tends  to  reduce  the  intake  pressure  when  the  flow  return- 
ing from  the  refrigerator  is  less  than  the  compressor  capacity,   i.e., 
less  than  full  refrigeration  load.     Control  PCV-3  bypasses  the  flow 
from  the  compressor  discharge  and  maintains  the  intake  pressure  at 
a  fixed  minimum.     Control  PCV-2  is  not  normally  operative,   but 
relieves  the  discharge  pressure  to  the  intake  when  a  set  point  is 
exceeded. 

High  purity  hydrogen  is  used  to  initially  charge  the  refriger- 
ation system.     However,    a  purification  train  must  be  used  in  the  main 
process  gas  stream  to  remove  the  impurities  (oil  and  water  vapor) 
introduced  by  the  operation  of  the  oil  lubricated  compressor.     A  micro- 
metallic  oil-water  separator  is  located  directly  after  the  compressor 
aftercooler.     Purification  is  accomplished  by  the  use  of  an  adsorption 
unit  operating  at  ambient  temperature.     The  adsorption  unit  consists 
of  two  cylinders  containing  1  3X  Linde  Molecular  Sieves  '  "  having  a 
relatively  high  affinity  for  oil  vapor  compared  to  other  adsorbents.     A 
valving  arrangement  allows  flow  through  the  cartridges  either  in 
series  or  parallel.     Although  normal  operation  is  in  series,    parallel 
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8 
operation  permits  continuous  flow  while  a  contaminated  cartridge  is 
replaced.      The  unit  is  designed  to  allow  a  minimum  contact  time  of 
20  seconds  and  a  maximum  superficial  flow  velocity  of  10  feet  per 
minute  under  design  operating  conditions.     Design  calculation,    sub- 
stantiated by  initial  operations,    indicate  cartridge  operation  will 
exceed  5-7  days  without  regeneration. 

The  evaporator  of  the  refrigeration  system  shown  in  Figure  2 
is  part  of  the  bubble  chamber  apparatus.     No  liquid  hydrogen  container 
is  incorporated  within  the  refrigerator  proper.     However,    hydrogen 
circulation  through  the  refrigerator  may  be  accomplished  independent 
of  the  evaporator  by  the  use  of  the  transfer  valves.     This  arrangement 
is  desirable  when  separate  cool-down  of  the  refrigerator  is  necessary. 
A  more  detailed  view  of  the  evaporator  may  be  seen  in  Figure  3.     The 
liquid  hydrogen  flask  represents  the  evaporator  of  the  closed  circuit 
hydrogen  refrigerator.      The  normal  refrigeration  load  is  produced  by 
both  the  dynamics  of  the  bubble  chamber  operation  and  the  heat  leak 
into  the  low  temperature  apparatus.     The  essential  parts  of  the  appa- 
ratus are  surrounded  by  a  liquid  nitrogen  temperature  thermal 
radiation  shield.     The  bubble  chamber  is  initially  filled  by  condensa- 
tion of  hydrogen  gas  within  the  coils  located  in  the  flask.     For  a  given 
refrigeration  requirement,    the  liquid  hydrogen  in  the  evaporator  is 
maintained  at  a  constant  temperature.      Temperature  control  of  the 
bubble  chamber  is  accomplished  by  adjusting  the  length  of  the  conduc- 
tion path  between  the  chamber  and  the  refrigerant.     Adjustment  is 
performed  with  the  piston  and  control  rod  arrangement  shown.     With- 
drawing the  control  rod  (and  piston)  increases  the  distance  between  the 
chamber  body  and  the  refrigerant,    thus  reducing  the  heat  transfer  to 
the  chamber. 

Since  the  refrigeration  system  was  designed  to  be  incorporated 
with  an  existing  evaporator,    limited  space  was  available  for  inter- 
connections.    The  refrigerant  and  the  gas  from  the  evaporator  are 
transferred  through  a  high  vacuum  insulated  two  passage  concentric 
transfer  line.     The  essential  parts  of  the  transfer  line  assembly  are 
shown  in  Figure  4.      The  vacuum  jacket  of  the  transfer  line  is  a  copper 
tube  1.375  inch  outside  diameter.     The  concentric  arrangement  con- 
solidates the  thermal  heat  influx  by  allowing  only  one  hydrogen  temp- 
erature tube  to  receive  room  temperature  radiation.      This  reduces 
the  overall  static  thermal  heat  influx  to  the  unit -especially  important 
where  the  length  of  the  transfer  line  becomes  appreciable.     The 
thermal  heat  load  into  the  transfer  line  is  approximately  0.  4  watts  per 
foot  of  length. 


LIGHT  SOURCE 


Figure  3.   Cross  Section   View  of   15— Inch 
Liquid    Hydrogen    Bubble   Chamber 
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Division  of  the  flow  on  the  refrigerator  side  of  the  transfer 
line  is  accomplished  by  a  combination  of  a  close  tolerance  and  a 
metal -to -metal  contact,    as  shown  in  the  figure.     An  alternate  proce- 
dure provides  a  polytetrafluoroethylene  "O"  ring  on  the  inner  liquid 
line  to  replace  the  metal -to-metal  contact.     The  elastic  seal  com- 
pensates for  surface  irregularities.     Slight  leakage  of  liquid  across 
the  seal  does  not  appreciably  reduce  the  performance  of  the  unit  since 
the  refrigeration  of  the  liquid  is  utilized  in  the  final  heat  exchanger  to 
provide  additional  cooling  of  the  high  pressure  gas.     Excessive  leak- 
age,   however,    will  reduce  the  efficiency  of  the  heat  exchanger  to  a 
point  that  counteracts  this  compensation.     Calculations  indicate  that 
for  a  design  AT     =0.25    K  (65   K  precooling),    a  10  percent  liquid 
leakage  reduces  the  available  refrigeration  at  the  evaporator  less 
than  1  percent.     For  a  design  AT     =1.0    K,a  10  percent  liquid  leak- 
age reduces  the  refrigeration  l.n  percent. 

The  evaporator  side  of  the  transfer  line  is  provided  with  a 
phosphor  bronze  braided  sleeve  to  reduce  entrainment  losses.     The 
application  of  the  metallic  sleeve  disperses  the  entering  stream  and 
allows  the  liquid  to  collect  in  the  evaporator  in  a  more  quiescent  state. 
This  was  found  necessary  since  the  evaporator  receives  a  mixture  of 
gas  and  liquid.     "With  the  fixed  evaporator  design  it  was  found  imprac- 
tical to  condense  the  entire  stream  in  a  submerged  type  heat 
exchanger.     The  application  of  the  sleeve  increased  the  refrigerator 
performance  approximately  15  percent. 

Figure  5  shows  the  entire  refrigeration  system  during  a  per- 
formance test.     The  major  component  arrangement  is  similar  to  that 
shown  in  the  schematic  of  Figure  2.     The  oil -lubricated  compressor, 
capable  of  delivering  35  scfm  of  hydrogen  at  1800  psi,    is  located  at 
the  left.     A  major  portion  of  the  circulation  system  is  located  within 
the  panelled  framework  next  to  the  compressor.     The  compressor 
controls,    the  feed  gas  controls,    and  the  purification  system  are 
included.       The  high  pressure  gas  storage  cylinders  are  located  behind 
the  framework.     Manual  valves  and  gauges  necessary  for  operations 
performed  with  the  circulation  system  are  on  the  attached  panel.     The 
second  panelled  framework,    located  at  the  right,    contains  the  dewar 
with  the  refrigerator  heat  exchangers  and  the  precoolant  tank.     Refri- 
gerator gauges  and  manual  valves  are  placed  on  this  panel.     An  angle 
view  of  the  refrigerator  framework  with  the  dewar  removed  is  shown 
in  Figure  6.      The  transfer  line  connects  the  refrigerator  to  the  evapor- 
ator located  at  the  far  right.     The  evaporator  shown,    constructed  for 
performance  testing,    consists  of  a  20  liter  liquid  hydrogen  dewar  with 
an  electric  heating  element  to  simulate  the  refrigeration  load  normally 
provided  by  the  bubble  chamber. 
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Figure  6.  View  of   Refrigerator    Panel   Board 
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An  overall  view  of  the  bubble  chamber  in  operation  prior  to 
the  refrigerator  construction  is  shown  in  Figure  7.     The  refrigerator 
is  placed  adjacent  to  the  bubble  chamber.     However,    the  congested 
test  area  requires  that  the  circulation  system  be  placed  some  distance 
away.     A  small  portion  of  the  Bevatron  magnet  is  visible  in  the  upper 
left  corner.     A  nuclear  radiation  shield  of  heavy  concrete  separates 
the  Bevatron  from  the  experimental  area.      The  particle  beam  is 
extracted  from  the  accelerator  and  is  directed  through  appropriate 
passages  in  the  concrete  shielding  into  the  bubble  chamber.     The 
concrete  bunker  in  the  background  normally  encloses  experimental 
apparatus,    such  as  the  bubble  chamber,   that  is  effected  by  stray 
nuclear  fields.     These  stray  fields  reduce  the  clarity  of  event  photo- 
graphs and  add     to  the  difficulty  of  analysis. 

REFRIGERATION  CONTROL 

Two  basic  parameters  may  be  varied  to  control  the  quantity  of 
refrigeration  at  the  evaporator.     From  an  energy  balance  application 
of  the  First  Law  of  The rmo dynamics,   the  controlling  parameters  are 
found  to  be  the  mass  flow  rate  and  the  enthalpy  difference  at  the  top  of 
the  final  heat  exchanger.     This  may  be  expressed  as  follows: 

Q  =  mAH 

The  variation  of  these  basic  parameters  presents  many  possibilities 
of  refrigeration  control.     The  mass  flow  rate  is  affected  by  the  pres- 
sure and  aperture  size  of  the  expansion  valve,   while  the  enthalpy 
difference  of  the  final  heat  exchanger  is  affected  by  pressure  (high  and 
low),    precooling  temperature  and  heat  exchanger  efficiency.     Of  these 
variables  and  combinations  thereof,    three  methods  of  refrigeration 
control  were  selected  that  could  appropriately  achieve  the  desired 
results.     Control  by  these  methods  has     been  considered  by  others 
and  has     here  been  adopted  for  our  particular  requirements.    '»° 

The  quantity  of  refrigeration  may  be  controlled  by  adjusting 
the  flow  rate  through  the  evaporator  while  maintaining  a  constant  high 
pressure  at  the  expansion  valve.     The  control  is  performed  by  posi- 
tioning the  expansion  valve  in  accordance  with  refrigeration  demands. 
The  position  of  the  expansion  valve  regulates  the  required  hydrogen 
flow  while  any  excess  flow  from  the  compressor  is  by-passed  to  the 
compressor  intake  by  PCV-3.     The  control  signal  must  be  propor- 
tional to  the  change  in  the  refrigeration  required  and  the  process 
variable  must  be  returned  to  an  initial  condition  by  the  corrective 
action  of  the  expansion  valve.     Stable  operation  requires  other  system 
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variables  be  held  constant  and  appropriate  measures  have  been  taken 
to  control  these  variables.     For  example,    a  constant  precoolant 
temperature  is  assured  by  a  pressure  regulator  on  the  precoolant 
tank. 

The  first  method  for  refrigeration  control  maintains  a  constant 
high  pressure  by  monitoring  the  pressure  prior  to  the  expansion  valve 
(high  pressure  control).     A  variation  in  the  required  refrigeration 
will  affect  the  compressor  intake  pressure.     Since  PCV-3  maintains 
the  intake  pressure  above  a  fixed  minimum,    a  reduced  refrigeration 
requirement  will  cause  PCV-3  to  bypass  gas  from  the  compressor 
discharge  as  previously  indicated.     Consequently,    the  discharge 
pressure  tends  to  be  reduced.     The  pressure  reduction  tendency  is 
indicated  by  an  air  signal  from  the  pressure  transmitter.     The  expan- 
sion valve  controller  receives  the  signal  and  closes  the  expansion 
valve  proportionally.      The  latter  action  returns  the  discharge  pressure 
to  the  reference  point  and  reduces  the  hydrogen  flow  delivered  to  the 
refrigerator.     An  increased  refrigeration  demand,    not  to  exceed  the 
refrigeration  capacity  of  the  system,    will  produce  a  similar  sequence 
of  events  and  result  in  an  increased  hydrogen  flow  through  the  refrig- 
erator while  maintaining  a  constant  compressor  discharge  pressure. 

The  second  method  for  refrigeration  control  maintains  a 
constant  high  pressure  by  monitoring  the  level  of  a  low  pressure  gas 
holder  (gas  holder  control).     The  gas  holder  control  method  requires 
slight  modifications  to  the  schematic  shown  in  Figure  2.     Control 
PCV-3     may  be  omitted  and  the  ballast  volume  defined  as  a  piston 
type  gas  holder.     The  use  of  a  gas  holder  is  advantageous  for  several 
reasons.     The  application  of  a  gas  holder  introduces  a  time  delay 
between  an  operational  error  and  uncontrolled  venting.      The  gas 
holder  may  also  be  used  for  a  gas  storage  volume  in  refrigeration 
systems  having  small  evaporator  liquid  capacities  and  be  used  to 
reduce  compressor  surge  problems.     A  variation  in  the  refrigeration 
demand  results  in  a  gas  holder  level  displacement.     The  displacement 
is  translated  into  the  control  signal  for  the  expansion  valve  control, 
adjusting  the  refrigeration  hydrogen  flow  rate  as  in  the  high  pressure 
control  system  previously  described.     The  expansion  valve  adjustment 
returns  the  gas  holder  level  to  the  reference  point  and  thus  maintains 
constant  operating  pressures. 

A  third  method  of  controlling  the  quantity  of  refrigeration 
regulates  both  the  flow  rate  and  the  high  pressure  before  expansion  by 
maintaining  a  fixed  expansion  area  (constant  aperture  control). 
Constant  aperture  control  is  possible  with  the  arrangement  shown 
schematically  in  Figure  2.      The  expansion  valve  is  manually  set  to 
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maintain  the  design  operating  pressure  (1800  psi)  at  a  full  refrigera- 
tion demand.     Further  expansion  valve  adjustment  is  not  required.     A 
decrease  in  refrigeration  demand  tends  to  lower  the  compressor 
intake  pressure,  but  since  this  pressure  is  to  be  kept  constant,   high 
pressure  flow  is  bypassed.     The  division  of  flow  results  in  less  hydro- 
gen to  the  refrigerator  and  a  reduction  in  the  discharge  pressure  since 
the  expansion  valve  has  a  constant  aperture.     However,   the  reduction 
in  pressure  is  not  excessive  since  it  is  not  proportional  to  the  reduc- 
tion in  refrigeration  demand.     In  fact,    operation  of  the  unit  with  the 
constant  aperture  control  has  indicated  a  discharge  pressure  reduc- 
tion from  1800  psi  to  1000  psi  for  a  change  in  refrigeration  demand 
from  300  watts  to  approximately  35  watts.     An  advantage  of  the 
system  is  that  an  expansion  valve  controller  is  no  longer  required. 
However,    an  additional  pressure  regulator  is  necessary  to  maintain 
design  operating  pressure  in  the  adsorbers  to  prevent  excessive 
velocity  and  a  reduction  in  contact  time. 

HEAT  EXCHANGER  CONSIDERATIONS 

The  use  of  the  Collins  type  heat  exchanger  tube  establishes  the 
gas  phase  heat  exchanger  configuration.     Therefore,    the  design 
resolves  into  determining  the  required  heat  exchanger  lengths  and  the 
associated  pressure  drops.     The  liquid-gas  heat  exchanger  located  in 
the  precoolant  tank  consists  simply  of  a  coil  of  copper  tubing.     The 
heat  transfer  and  pressure  drop  correlations  of  Trumpler  and  Dodge 
were  used  in  the  design  of  the  gas  phase  heat  exchanger.     These 
correlations  were  considered  applicable  since  the  present  heat 
exchanger  tubes  were  geometrically  similar.     The  heat  exchanger 
design  procedures  are  presented  in  the  appendix. 

The  effect  of  the  temperature  difference  of  the  two  fluids 
flowing  throughout  the  length  of  the  heat  exchanger  must  be  considered 
in  the  design.     The  location  within  an  exchanger  where  the  tempera- 
ture of  the  inlet  and  return  streams  have  a  minimum  temperature 
difference  may  be  defined  as  a  "pinch"  location.     This  pinch  condition 
usually  occurs  at  the  warm  end  of  a  counter -flow  heat  exchanger  using 
fluids  with  constant  specific  heats.     However,    a  variation  of  the 
specific  heat  with  temperature  may  cause  the  pinch  location  to  occur 
within  the  heat  exchanger.     This  internal  pinch  condition  occurs  in 
some  instances  in  counter-flow  exchangers  using  hydrogen  gas. 

The  pinch  condition  may  be  illustrated  by  plotting  the  tempera- 
ture in  the  exchanger  as  a  function  of  the  total  heat  transferred.     Such 
plots  are  usually  called  cooling  curves.     A  typical  cooling  curve  is 
shown  in  Figure  8.     It  is  apparent  by  inspection  that  the  log  mean 
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Figure  8.  Typical  Cooling  Curve  with   Internal   Pinch 
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temperature  difference  (LMTD),    for  use  in  the  conventional  heat 
transfer  equations,    cannot  be  applied  over  the  entire  length  of  the  heat 
exchanger  by  considering  only  end  point  conditions.     The  LMTD  can 
only  be  correctly  applied  by  performing  a  number  of  stepwise  calcu- 
lations.     The  number  of  steps  must  be  determined  by  examining  the 
shape  of  the  cooling  curves  and  subdividing  it  into  a  series  of  straight 
sections.     Average  thermal  properties  of  the  fluids  are  used  in  each 
section. 

Heat  exchanger  efficiency  has  a  pronounced  effect  on  the  per- 
formance of  a  refrigeration  system.     Theoretical  refrigeration,   based 
on  zero  degree  temperature  difference  at  the  warm  end  of  the  final 
exchanger, is  a  useful  reference  in  the  initial  selection  of  the  charac- 
teristics of  a  given  system.     Figure  9  indicates  the  theoretical  refrig- 
eration available.     However,    calculations  indicate  the  quantity  of 
refrigeration  is  reduced  because  of  finite  temperature  differences  by 
5  percent  per  degree  K  with  65   K  precooling  and  6.7  percent  per 
degree  K  for  78   K  precooling. 

The  nominal  size  of  300  watts  selected  for  the  refrigerator  was 
based  on  the  dynamic  load  of  the  bubble  chamber  with  sufficient 
additional  capacity  to  facilitate  the  cool -down  of  the  system  and  to 
condense  liquid  into  the  bubble  chamber.     The  quantity  of  refrigeration 
resulted  in  the  choice  of  a  standard  compressor  having  a  capacity  of 
35  scfm  (1  atm,    20    C)  of  hydrogen  at  1800  psig,    with  a  precoolant 
temperature  of  65    K  and  reasonable  heat  exchanger  efficiency.    This 
flow  rate  results  in  a  theoretical  refrigeration  capacity  of  about  260 
watts  when  the  precoolant  bath  is  operated  at  atmospheric  conditions 
(see  Figure  9). 

Heat  exchanger  efficiency  also  influences  the  liquid  nitrogen 
required  as  precoolant  for  a  given  system.  Figures  10  and  11  show 
the  liquid  nitrogen  consumption  for  various  temperature  differences 
at  the  warm  end  of  the  H  -  H  -  N?  heat  exchanger.  It  is  assumed 
that  the  nitrogen  is  supplied  to  the  unit  as  saturated  liquid  at  2 
atmospheres.  Finite  temperature  differences  increase  the  precoolant 
consumption  by  4-5  percent  per  degree  K. 

REFRIGERATOR  PERFORMANCE 

The  actual  refrigerator  performance  was  determined  for  a 
number  of  operating  conditions  in  an  effort  to  verify  the  method  of 
calculation.     A  summary  of  experimental  evidence  for  the  design 
operating  condition  is  compared  to  design  predictions  in  Table  I.     The 
refrigeration  efficiency  found  in  the  experiments,    considering  only 
the  region  below  the  precoolant,    indicates  97.4  percent  of  the  design 


20 


700  "" 

600 

A 

J 

A 

500 1 

A 

«k                                                               '                                                               *                                               -,€■ 

%n                                                                                                                                             ^ 

*■                                                                                                                                          jf' 

*•                                                                                                                                        7 

°                                                                                                                               Z 

2                                                                                                                     .     -X 

400 "7' "2 

Z                                                                                                       >^                           ^ 

^5                                                                                                                        X                                / 

—                                                                                                                                                                                    r                                               ^^ 

■ ^                                             >  ^ 

L^r                                                                                                                                         j^                                    ^ 

^1                                                                                                                                       .r                                 ^^ 

fY"                                                                                                                                                                  .r                                         y  ^ 

UJ     300 — -? Z*      

CD                                                                                                          ^d                             4. 

—              X                 65  °K  PrecoolincK               S 

DC                                                              ■              jr    ~L         ,4 

U_                                                                                         /                      ^' 

w                                                     /'          ^       78  °K  Precoolina 

200 Z "7 

y            > 

y            ^ 

y           .? 

>          ^ 

A                              A\ 

J                 ~<? 

J             £^ 

J             / 

iuu                        /  '    /                """"" "  ----------  ----- 

2     ^ 

~?    +r 

~j£-   ^ 

2   2 

2  > 

2^ 

t  v/ 

^ 

10  20  30  40  50 

TOTAL   HIGH    PRESSURE    FLOW  ,  scfm 

Figure  9.  Theoretical   Refrigeration 


21 


10 


8 


3 
O 


..  6 


i5 

C/> 

z 
84 

CM 

z 


3 
O 


— 

r                 7                        ^ 

/                                 -j                                              £                             ~"" 

r                  /                      ~i 

-i                 -j                      -j' 

/                      y                           / 

i                                                                                 _j                     _j '                          _i 

/                     /                           ^ 

-j                           2 

J-                                             i-                                                   -A 

~%L                                          ~i_ 

i                   /                       i 

/                             jT                                  f 

-i                              2                                  Z 

i                                                                                                        /[                         j'                                _j* 

'                          Z                               t- 

k                           i '                              1 

/                  /                       * 

J                         j'                              # 

I                                          7_                                J^" 

*                        .                                / 

iyi    "TAfy.z            j 

/*^    f           ^ J ^               -  ft-, r 

It                                                     ^TV74J         '\7  ^          "^^Vc 

-    ^t                      n:           rv/        y^        ^j*- 

.w^     ^A--t       -   Y* 

ts.Z      .aVj             V-5 

±             _  °  ,_/    ^°  _z       .<pv/ 

». trs  .J Ok   / w  M J 

<q    ^     4U^      a~,T" 

-l-i              +J                *^  * 

f                         r                              w 

k                         J                             J 

ft 

f                      A                             ~% 

3            c            -j   —i 

~t                             A                                       ~M_ 

l            f             j 

/  |        a              £ 

f '            r               # 

2                          A                               J       

L                           L                                 C 

k\                        J                               A 

I                            f                              A 

I                            J                                 f 

i-            if         h^v 

f          ~2               {__ 

J-            C            2 

L          2             j 

j             f              f    j 

/          j             j 

*             f 

j_          j_             ~}_ 

'  —\       '            .j                                                                                                                           * 

J               J                   r 

~C             '               ~a\ 

1                                                                  if              I 

/             f              / 

r       7         j 

7               "^ 

£      Z        2 

3     -j        ^i 

~t           £_                ~M__ 

,            r           j 

/         #f          r 

f         f\        / 

/             /      \         A 

/         A          \     f 

A            /           |j 

f          j  ^^     i' 

_i     z     z 

7        ,'         j' 

f       /          f 

~t     J~    ~y 

L.        Z        -A 

1 i       i^~    y 

/     /      i 

,r    ,'      f 

_^_____„Z_L-/------- --- - -- 

.... ^Lii _ 

/  j     7 

it 

Z_i    t 

_i'  Z  i 

~M.Jkt- 

TT~1 

A  A  _A 

jLLfi 

— j-y^ 

n  y 

3  B 

^flc 1 

-JU. -j-  — 

1^                        11          1          1  1  1 H    1     l=m=R 

10  20  30  40  50  60 

TOTAL   HIGH    PRESSURE    FLOW,  scfm 


70 


Figure   10.   Liquid  N         Consumption   for  65°K  Precooled   Refrigerator 
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Figure   11.   Liquid   N        Consumption  for   78°K  Precooled    Refrigerator 
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TABLE  I 
REFRIGERATOR  PERFORMANCE 

Flow  -  scfm 

Operating  pressure  -  psig 
Precoolant  temperature  -     K 
Total  refrigeration  -  watts 
Refrigeration  efficiency 

Percent  of  design 

Percent  of  theoretical 
Liquid  nitrogen  consumption  -  liters /hr 
Temperature  differences 

(warm  end)  -     K 

H?  -  H  -  N  exchanger  14  14 

Final  exchanger  0.3  0.8 

Low  pressure  KL  pressure  drop  -  psi 

H?  -  H  -  N  exchanger  5.2  4.0 

Final  exchanger  0.  55  0.51 


Desi 

gn 

Expe 

rimental 

35 

35 

1800 

1800 

65 

65 

338 

329 

-- 

97.4 

98. 

4 

96.0 

8. 

1 

8.3 
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prediction.      The  total  refrigeration  produced  by  the  refrigerator  must 
take  into  consideration  the  static  heat  influx  to  the  system.     This,    of 
course,    reduces  the  refrigeration  available  at  the  evaporator. 
Experiments  indicate  a  static  heat  influx  of  35  watts.     This  heat  leak 
includes  the  static  load  on  the  evaporator  and  the  14  foot  transfer 
line  with  appropriate  fittings  and  connections.      The  large  portion  of 
the  static  heat  leak  is  attributed  to  the  evaporator  used  for  the  per- 
formance test  since  no  effort  was  made  to  optimize  the  cryogenic 
design. 

The  comparisons  shown  in  Table  I  indicate  good  agreement 
between  design  prediction  and  experimental  results  and  justifies  the 
design  procedure  used.      The  performance  of  the  critical  final  heat 
exchanger  results  in  a  heat  exchanger  efficiency,   based  on  tempera- 
tures,   of  98.  3  percent.     This  heat  exchanger  efficiency  results  in  a 
favorable  refrigerator  performance. 

The  design  equation  used  to  predict  pressure  drop  within  the 
heat  exchangers  is  known  to  be  valid  within  ±  20  percent  for  a  specified 
range  of  Reynolds  number.     The  pressure  drop  comparisons  shown  in 
Table  Tare  within  the  stated  tolerance.     However,   the  nitrogen  flow  in 
the  H     -  H     -  N     heat  exchanger  is  insufficient  to  create  a  Reynolds 
number  in  the  turbulent  region  (Re<  550).     As  would  therefore  be  ex- 
pected,  the  pressure  drop  predictions  in  the  nitrogen  passage  were 
found  to  be  considerably  below  experimental  results.     In  fact,    at 
design  flow  rate,   the  pressure  drop  was  found  to  be  2.  5  times  the 
pressure  drop  predicted  by  the  design  equation.     The  ratio  of  experi- 
mental pressure  drop  to  predicted  pressure  drop  increases  at  lower 
flow  rates. 

The  increased  nitrogen  pressure  drop  must  be  considered  in 
the  attainment  of  the  appropriate  precooling  temperatures  at  the 
desired  flow  rate.     Refrigerators  having  hydrogen  flow  rates  below 
35  scfm  are  not  materially  affected  by  the  increased  nitrogen  pres- 
sure drop  since  appropriate  precooling  temperatures  can  still  be 
obtained.      The  design  flow  of  35  scfm  appears  to  be  the  threshold  for 
the  attainment  of  65    K  in  the  precoolant  tank  using  a  single  three  way 
heat  exchanger.     Flow  rates  above  this  threshold  require  division  of 
the  low  pressure  nitrogen  gas  into  multiple  three  way  heat  exchangers. 
The  design  charts  for  heat  exchanger  determination  may  be  used  by 
selecting  the  proper  heat  exchanger  flow  rate.     For  example,    a  total 
flow  of  60  scfm  would  be  divided  into  two  parallel  heat  exchangers  of 
30  scfm  each.     The  heat  exchanger  characteristics  would  therefore  be 
selected  from  the  design  charts  at  30  scfm. 


25 

The  thermodynamic  properties  of  hydrogen  presented  by 
Woolley,    Scott,    and  Brickwedde  A      have  been  used  in  the  design  of 
the  refrigerator  and  in  the  determination  of  the  refrigerator  perfor- 
mance. 
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APPENDIX  -  HEAT  EXCHANGER  DESIGN 

The  physical  properties  of  the  Collins  type  heat  exchanger 
tubes  used  in  the  calculations  of  the  gas  phase  heat  exchangers  are 
presented  in  Figure  12.     The  gas  passages  (tube  annuli)  are  packed 
with  a  spiral  wound  ribbon  to  introduce  a  large  number  of  fin  surfaces 
in  the  gas  streams.      These  fins  are  soldered  to  the  tube  walls  to 
assure  good  thermal  contact.     The  active  surface  area  of  each  gas 
passage  is  the  total  fin  and  tube  wall  surface.     The  free  cross  sec- 
tional area  of  a  passage  is  equivalent  to  the  annular  area  less  the  area 
obstructed  by  the  fins.     The  tabulated  values  in  Figure  12  were  calcu- 
lated from  the  tube  geometry. 

9 
Trumpler  and  Dodge     have  determined  the  heat  transfer  cor- 
relation for  the  Collins  type  heat  exchanger  tubes.     The  standard 
dimensionless  relationship  for  heat  transfer  in  fluids  flowing  without 
phase  change  in  turbulent  motion  through  heated  or  cooled  tubes  is 
used. 

Nu  =  m  (Re)  n  (Pr)1/3 

where  Nu  =  Nusselt  number 

Re   =  Reynolds  number 

Pr  =•  Prandtl  number 

The  coefficient,    m,    was  determined  to  be  0.  118  and  the  exponent,   n, 
to  be  0.7.     Experimental  evidence  shows  that  these  values  are 
applicable  for  Reynolds  numbers  ranging  from  550  to  6000. 

The  heat  transfer  coefficients  determined  by  the  solution  of 
the  heat  transfer  correlation  is  subject  to  modification  by  the  appli- 
cation of  a  fin  efficiency  term.     The  fin  efficiency  was  calculated  as 
described  by  McAdams 

tanh  ax 
N 


ax 


where  x    =  fin  length 

a  = 


KS 


h,  ■  calculated  film  coefficient 
b     =  exposed  perimeter  of  fin 
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l.500"0.D. 

I.084"0.D. 
.667"0.D.^Nr 
.l25"O.D.rod 

.086"wall 
.025"wall 
.025"wall 


1.450  I. D. 
.034"l.D. 
.495"l.D. 


Thickness   of  Ribbon  Wall  =  .018 
Width  of    Ribbon    =   .052 


ANNULUS 

NO.  of  FINS 
PER  TURN 

TOTAL  ACTIVE 
SURFACE    AREA 

ft2/ft(b) 

NO.  of  TURNS 
PER     INCH 

FREE    AREA  of 
CROSS   SECTION 
ft2(S) 

ft 

I 

22 

.66 

5 

.00090 

.00548 

n 

42 

1.4 

5 

.00277 

.00792 

IE 

64 

2.1 

5 

.00402 

.00765 

Figure   12.   Heat  Exchanger  Geometry 
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S     =  cross  sectional  area  of  fin 

K  =  thermal  conductivity 

The  result  of  these  calculations  is  presented  in  Figure  13.     Modified 
heat  transfer  coefficients  were  used  at  each  chosen  temperature  level 
for  the  calculation  of  the  heat  exchanger  length.     A  summary  of  the 
results  of  these  calculations  are  graphically  represented  in  Figures 
14,15,  16  and  17. 

The  heat  exchanger  pressure  drop  was  calculated  with  the  aid 

of  the  correlation  presented  by  Trumpler  and  Dodge. 

0. 005185f G   2 
AP    _  s_ 

L  pDe' 

2 
G  =  mass  velocity,    -  #/hr  -  ft 

3 

p  =  density  -  #/ft 

De'   =  equivalent  diameter   -in 

f  =  Fanning  friction  factor 

AP  =  pressure  drop  -psi 

L  -  length  -ft 

The  density  has  been  evaluated  at  the  arithmetic  mean  temperature 
determined  from  the  heat  exchanger  end  point  conditions.     The 
Fanning  friction  factor  was  evaluated  from  the  equation" 

f  =  0.476  (Re)  ~°'Z 

These  equations  may  also  be  applied  for  Reynolds  numbers  ranging 
from  550  to  6000  as  in  the  heat  transfer  equations.  The  calculated 
pressure  drop  is  represented  in  Figures  18  and  19. 

The  pressure  drop  for  the  nitrogen  passage  is  omitted  since  it 
was  found  that  the  Reynolds  number  of  the  evaporated  nitrogen  gas  was 
lower  than  the  recommended  value.     Therefore  the  pressure  drop 
equation  was  not  applicable.     A  method  of  estimating  the  pressure 
drop  in  the  nitrogen  passages  is  given  in  the  section  on  Refrigerator 
Performance.     The  resulting  pressure  drop  is  high  enough  to  limit 
the  attainment  of  low  precooling  temperatures  by  pressure  reduction. 
This  situation  may  be  remedied  by  a  rearrangement  of  the  heat 
exchanger  above  the  precooling  temperature  level.     The  high  pressure 
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flow  may  be  divided  into  two  equal  streams  and  directed  through  two 
parallel  three  way  heat  exchangers.     After  passing  through  the  heat 
exchangers  the  flow  would  be  rejoined  before  entering  the  gas -liquid 
heat  exchanger  in  the  precoolant  tank.      The  multiple  heat  exchangers 
result  in  reducing  the  nitrogen  pressure  drop,  making  the  attainment 
of  a  low  precoolant  temperature  possible.     However,    the  flow  in  the 
heat  exchangers  must  be  monitored  and  adjusted  accordingly.     A 
hydrogen  flow  rate  of  35  scfm  proved  to  be  the  threshold  at  which  the 
attainment  of  a  65    K  precoolant  temperature  is  possible.     Flow  rates 
greater  than  35  scfm  require  the  use  of  multiple  three-way  heat 
exchangers. 
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10  20  40  60         80    100 

TOTAL    HIGH     PRESSURE    FLOW  ,  scfm 

Figure   14.    H       — H       — N         Heat  Exchanger  Length  for 
2  2         2 

65°K  Precooled   Refrigerator 
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